The DCC and the DTC

One Norm(family) / One Format

https://www.ptb.de/dcc
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The DCC-Story

https://oar.ptb.de/resources/show/10.7795/310.20170403
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Not really harmonized...

/7 \

1ISO 17025 @ 1ISO 17034

ISO Adaptions
L7XXX] 1SO 17065

d-CoC
Schema
See Proceedings ot'the 2"d Int. DCC-

https://oar.ptb.de/resources/show/10.7795/820.20220411
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Digital Calibration Request

Digital Calibration Answer

L

DCR

Schema

DCA

Schema

Digital Test Certificate

Digital Certificate for Reference Materials

Digital Certificate of Conformity

See Proceedings of the 2"d Int. DCC-Conference:
https://oar.ptb.de/resources/show/10.7795/820.20220411
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Digital Test Certificate (DTC)

© Fotosearch

» Together with the colleagues
from the VUP and PTB

» Legionellae etc in water
» SHAPT

» Battery charger

» Basis:

» One common language
for certificates In
metrology

» DX
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Typical Problems in Digitalization Processes:
Comparison of ambient conditions for a mass piece

Temperatura otoczenia: (19,8 + 21,9) °C
Wilgotnosé: (30,9 + 36,7) %

Massurement
frem up to uncartainty
vonr hig Massonsicherhail
Uik=Z)
Temparatur E—— [ 2188 . 2285 010 | C
Rel. Luftfeuchtigkeil ' homiay 44 0 - 46,1 1.5 | ]
Luftdruck Ar pressoes BEE,T - BEa.6 0,2 mirar

gewicht in lucht van 1,2 kg/m? in evenwicht is. De omgevings-
temperatuur tijdens de kalibratie bedroeg (20 + 5)°C.

Snapshots taken from the presentation of Julian Haller (Sartorius),
held on the 42th AWA-PTB-Talk, 2022-05-09
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1.: Administrative Data

Norms and

e regulated
2.: Results of the Standards
Calibration —>
e regulated:
» Y=y Uk)[SI]
* not regulated:
» individual data XML as
z Exchange
Format

3.: Comments

* not regulated

4.: Document

e human readable

33y what You want!
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Precise calculus with the
help of DCC and DCC-Tools
out Of the DCC-Toolbox
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©: www.fotalia.de

https://www.youtube.com/watch?v=xEE7/Mv5s0es
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More questions? Please contact:

Dir. u. Prof. Dr. Siegfried Hackel
Phone: +49 531 592-1017
E-Mail: sieqgfried.hackel@ptb.de www.ptb.de/dcc
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